Functional MRI Using Regularized Parallel Imaging Acquisition

Fa-Hsuan Lin,¹* Teng-Yi Huang,¹,² Nan-Kuei Chen,³ Fu-Nien Wang,¹,⁴ Steven M. Stufflebeam,¹ John W. Belliveau,¹ Lawrence L. Wald,¹ and Kenneth K. Kwong¹

Parallel MRI techniques reconstruct full-FOV images from undersampled k-space data by using the uncorrelated information from RF array coil elements. One disadvantage of parallel MRI is that the image signal-to-noise ratio (SNR) is degraded because of the reduced data samples and the spatially correlated nature of multiple RF receivers. Regularization has been proposed to mitigate the SNR loss originating due to the latter reason. Since it is necessary to utilize static prior to regularization, the dynamic contrast-to-noise ratio (CNR) in parallel MRI will be affected. In this paper we investigate the CNR of regularized sensitivity encoding (SENSE) acquisitions. We propose to implement regularized parallel MRI acquisitions in functional MRI (fMRI) experiments by incorporating the prior from combined segmented echo-planar imaging (EPI) acquisition into SENSE reconstructions. We investigated the impact of regularization on the CNR by performing parametric simulations at various BOLD contrasts, acceleration rates, and sizes of the active brain areas. As quantified by receiver operating characteristic (ROC) analysis, the simulations suggest that the detection power of SENSE fMRI can be improved by regularized reconstructions, compared to unregularized reconstructions. Human motor and visual fMRI data acquired at different field strengths and array coils also demonstrate that regularized SENSE improves the detection of functionally active brain regions. Magn Reson Med 54:343–353, 2005. © 2005 Wiley-Liss, Inc.

Key words: fMRI; SENSE; EPI; parallel MRI; brain

To study the human functional brain, functional MRI (fMRI) was introduced to map brain activity (1–3). The combination of high spatial resolution (millimeters), the use of cerebral blood as an endogenous contrast agent (4,5), and the ease of imaging underlying anatomy has made fMRI a widely used tool for mapping brain function. Typically, echo-planar imaging (EPI) (6) is used in fMRI to achieve sufficient spatiotemporal resolution. Owing to advances in MRI facilities, including high slew-rate gradients, high-quality radiofrequency (RF) coils, dedicated pulse sequence design, and image reconstruction algorithms, a temporal resolution of 1–2 s and a spatial resolution of 3–5 mm can be achieved simultaneously for whole-brain fMRI. However, the spatiotemporal resolution of fMRI is limited by technological challenges, safety concerns regarding acoustic noise, peripheral nerve stimulation, and the specific absorption rate (SAR) of tissue (7).

In 1990 the RF coil array was introduced to improve the signal-to-noise ratio (SNR) of an image (8). In practice, multiple sets of data are obtained from an RF coil array that consist of spatially distinct observations of MRI signals, modulated by individual coil sensitivity profiles. Therefore, instead of combining individual coil images for higher SNR or larger field of view (FOV) in MRI, it is possible to use multiple receivers in the array to reconstruct full-FOV images from the incomplete k-space acquisition. To restore full-FOV images from undersampled k-space data or aliased images, approaches involving both the k-space domain (simultaneous acquisition of spatial harmonics (SMASH)) (9) and the image domain (sensitivity encoding (SENSE)) (10) have been proposed. Such parallel MRI techniques can reduce the imaging scan time and thus improve the temporal resolution. Alternatively, parallel MRI can be used to increase the image spatial resolution within the same amount of acquisition time. Additional benefits of the parallel MRI technique include reduced susceptibility artifact due to reduced readout duration, decreased geometrical distortion due to increased phase-encoding bandwidth (11,12), and lower EPI acoustic noise due to reduced gradient switching (13). Several groups have applied SENSE using EPI (14–16) or principles of echo-shifting with a train of observation (PRESTO) (17) pulse sequences to fMRI experiments to gain the advantages of parallel MRI.

However, parallel MRI also has some disadvantages. For example, the SNR of an image is usually lower due to 1) the reduced data sample and 2) the instability involved in the unfolding operation. The loss of SNR in parallel imaging due to the first reason is inevitable because of the reduced data samples compared to the traditional k-space acquisitions. Reason 2 is closely related to the geometric layout of the elements of an RF array, which may not be optimal to provide sufficient independent information from all elements in the array to unfold the aliased image. Since the formation and reconstruction of parallel MRI were formulated as a linear equation (18), we could employ the Tikhonov regularization technique (19) to minimize the noise amplification in the reconstruction of a full-FOV image with an L-curve based regularization.
Our previous study of regularized SENSE imaging focused on mitigating the SNR loss in anatomical/structural images, especially at high acceleration rate cases, but not in dynamic studies. In this paper we focus on the effect of the regularization process on dynamic imaging and an fMRI time series. In our previous paper (20), we noted that replicates of prior image features were present in the SENSE reconstructed images when the regularization was high. Replication of prior images may hinder our ability to distinguish brain activation from baseline brain activity, because fMRI relies on the dynamic information obtained from different imaging time points to differentiate brain activity. Since the blood oxygen level-dependent (BOLD) contrast in fMRI is usually low (e.g., only 10% on a 7T high-field scanner) (22), a reduction of the functional contrast-to-noise ratio (CNR) by regularization is undesirable. On the other hand, the noise associated with the SENSE unfolding is also reduced in the regularized SENSE reconstruction (20). A direct comparison of the CNR performance of SENSE functional MRI with and without regularization has not been systematically investigated. In this work we performed parametric simulations to study the effect of regularization on parallel MRI acquisitions in the context of fMRI. We also used visual and motor fMRI data acquired at 1.5T and 3T scanners to quantitatively study the impact of regularized SENSE reconstruction on the fMRI detection power. A regularized SENSE fMRI strategy is proposed to obtain high detection power in fMRI studies.

MATERIALS AND METHODS

Regularized and Unregularized SENSE Image Reconstruction Using In Vivo Sensitivity

Mathematically, the formation of aliased images from multiple receivers can be formulated as a linear operation to “fold” the full-FOV spin density images (18):

\[ \tilde{y} = S\tilde{p}_{full} \]  

where \( \tilde{y} \) is the vector formed from vertical concatenation of the pixel intensities recorded by each receiver (folded image), and \( \tilde{p}_{full} \) is the vector formed from the full-FOV image. The encoding matrix \( S \) consists of the vertical stacks of the product of the aliasing operation due to subsampling of the k-space data and the coil-specific sensitivity modulation over the image. The goal of the parallel MRI reconstruction is to solve for \( \tilde{p}_{full} \) given our knowledge of \( S \). While Eq. [1] is expressed in the image domain SENSE approach (10), similar linear relationships are formed in the k-space-based SMASH (9,23) method.

Instead of using the traditional SENSE formulation shown in Eq. [1], we adopted an in vivo sensitivity reconstruction (23) to avoid potential errors due to misestimation of the coil sensitivity. Using in vivo sensitivity reconstruction, we estimated the “spin density ratio” in the full-FOV reference scan and SENSE accelerated scan:

\[ \hat{y} = A\hat{x} \quad \hat{x} = \frac{\hat{p}_{acc}}{\tilde{p}_{full}} \]  

where the encoding matrix \( A \) is the vertical stacks of the product of the aliasing operation and full-FOV coil element images, and \( \hat{p}_{acc} \) and \( \tilde{p}_{full} \) indicate the full-FOV spin density in the SENSE accelerated scan and full-FOV reference scan, respectively. Practically, in vivo sensitivity formulation only estimates the ratio of spin density between accelerated and full-FOV reference scans. Thus, it avoids the estimation of the coil sensitivity profile, as required in conventional SENSE reconstruction. Since fMRI experiments mostly focus on the within-voxel dynamic BOLD contrast, which is a balance between \( T^*_2 \) changes between oxy-/deoxyhemoglobin and oxyhemoglobin inflow effects, an in vivo sensitivity formulation serves to differentiate the active from the baseline brain states. Note that no additional body coil scanning is used to acquire the coil sensitivity profiles when the in vivo sensitivity method is employed. The full-FOV reference images are used as the coil sensitivity. The experimental procedure used to acquire such reference images is presented in the following section.

To solve for the full-FOV image, the encoding matrix is inverted by means of a least-squares estimation (10). To quantify the noise sensitivity of the parallel imaging reconstruction, the amplification of the noise power (g-factor) is derived (10). In a recent study (20) we proposed the use of full-FOV prior information to stabilize the reconstruction of a SENSE image. In the following section we present a segmented EPI acquisition scheme to acquire the composition of all EPI segments as the prior information. Given the prior information \( \tilde{x}^0 \) for the solution \( \hat{x} \), we can use Tikhonov regularization to minimize the following cost function to solve for the full-FOV regularized reconstructed image:

\[ \hat{x}^* = \arg\min_{\hat{x}} \left( \| \hat{A}\hat{x} - \tilde{y} \|_2 + \lambda \| L(\hat{x} - \tilde{x}^0) \|_2 \right) \]  

where \( \lambda^2 \) is the regularization parameter, \( L \) is a positive semidefinite linear transformation, \( \lambda^2 \) denotes the prior information about the solution \( \tilde{x}^0 \), and \( \| \cdot \|_2 \) represents the L-2 norm. The regularization parameter can be estimated by the L-curve technique (21). The solution of Eq. [3] and the associated g-factor were derived previously.

Reference and Accelerated Image Acquisition Using Segmented EPI

We used a segmented gradient-echo EPI sequence (24,25) to acquire dynamic data. Figure 1 shows a schematic k-space trajectory with an EPI factor of 4. In segmented EPI, each EPI segment is acquired individually and sequentially with a distinct prephase shift. For each EPI segment, due to insufficient sampling along the phase-encoding direction to satisfy the Nyquist sampling criterion, the Fourier reconstruction of an individual EPI segment yields an aliased image. To avoid aliasing, multiple EPI segments can be combined by appropriate prephasing in each EPI segment in the phase-encoding direction, such that the k-space gap between the nearest two EPI phase-encoding lines is equal to the inverse of the FOV. This image reconstruction approach is termed “composition reconstruc-
tion” in this paper, in order to differentiate it from the SENSE reconstructions described in the following text.

In SENSE MRI, instead of composition reconstruction, each EPI segment yields an aliased image from the individual element of the RF array. Subsequent SENSE unfolding can restore a full-FOV image from single EPI segment in multiple RF array coils using the TSENSE or UNFOLD technique to achieve temporal resolution enhancement (25,26). In regularized SENSE imaging reconstruction, the prior full-FOV reference image is crucial, since it biases the reconstruction of the SENSE acquisitions. Here we propose to use the composition reconstruction at the first n TR of the n-segment segmented EPI sequence to acquire the reference image. The n-segment segmented EPI is suitable for achieving n-fold acceleration, as shown in Fig. 1. The full-FOV reference image should be acquired during the baseline period of the fMRI experiment without presenting any stimulus in order to avoid a reduction of contrast between active and baseline brain states in the reconstructed image. Such a full-FOV reference image will have image distortion and susceptibility artifacts identical to those of the SENSE reconstructed image, since both have identical bandwidths and readout times.

Simulations

We tested the performance of SENSE reconstructions with and without regularization by parametric simulations. To simulate the fMRI time series with SENSE acquisitions, we acquired baseline EPI images on a 3T scanner (Siemens Medical Solution, Inseln, NJ, USA) with an eight-channel linear phased-array coil wrapped around the whole brain circumferentially. Imaging acquisition used a 2D gradient-echo EPI sequence with the following parameters: TR = 2000 ms, TE = 50 ms, flip angle = 90°, slice thickness = 5 mm with 0.5-mm gap, 14 slices, FOV = 192 mm × 192 mm, and image matrix = 64 × 64. The array coil geometry and a typical EPI image, along with the spatial distribution of the SNR, are shown in Fig. 2. The SNR of the EPI image was calculated from the combined EPI images from all channels of the RF array by determining the ratio between the image intensity and the background standard deviation (SD).

In the first simulation, a time series of 100 images was created artificially with maximal SNR = 150 at the periphery of the cortex, which matched our experimental result shown in Fig. 2. On 50 images, we artificially implanted a BOLD contrast of 2% at 4 pixels (2 × 2) around the occipital lobe to simulate the functional activation. Time stamps with implanted BOLD contrast were used as the paradigm file in calculating functional activation using a t-test (27) after SENSE unfolding. The k-space data of the images were decimated to simulate 2.67-fold SENSE acceleration (keeping three k-space lines in eight contiguous k-space lines), and 4.00-fold SENSE acceleration (keeping every fourth line in four contiguous k-space lines).

In the second simulation, a time series of 100 images was created synthetically with maximal SNR = 150. Using zero-mean Gaussian noise, we adjusted the variance for all voxels such that the spatial distribution of SNR of all voxels matched the SNR illustrated in Fig. 2. Different realizations of the noise (as described above) were generated in each simulation. In a manner identical to the first simulation, 50 baseline images and 50 active images were simulated in each time series. Here we varied three parameters in each simulated data set: 1) BOLD contrasts were changed parametrically from 1%, 2%, 5%, to 10%; 2) the size of the active areas was change from 4 pixels (36 mm²), to 16 pixels (144 mm²), and to 64 pixels (576 mm²); and 3) the SENSE acceleration rates were changed from 2.00-fold, to 2.67-fold, and to 4.00-fold. In each combination of the simulation parameters, 50 realizations of the time series were generated. Both regularized and unregularized SENSE reconstructions were calculated to restore the full-FOV unaliased fMRI time series. To quantify the detection power, we performed receiver-operating characteristic (ROC) analysis (see section below). The ROC analysis results were averaged over 50 realizations of the simulated data for each combination of simulation parameters.
3T Visual fMRI Experiment

One set of blocked-design visual fMRI data was acquired from a 3T scanner with an eight-channel phased-array coil as described above. A healthy subject was recruited for the study after approval was obtained from the institutional review board, and the subject gave informed consent. A visual stimulus (4-Hz checkerboard) was presented using E-PRIME software (Psychology Software Tools, Inc., Pittsburgh, PA, USA). The visual stimulus was designed to display either continuous checkerboards at 4 Hz flashing for 30 s (“on” condition), or 30 s fixation (“off” condition). Three “off” conditions and two “on” conditions were alternatively presented to the subject, starting with the “off” condition. The imaging acquisition used a 2D gradient-echo EPI sequence with the following parameters: TR = 2000 ms, TE = 50 ms, flip angle = 90°, slice thickness = 5 mm with 0.5-mm gap, 14 slices, FOV = 200 mm × 200 mm, and image matrix = 128 × 128. In addition to single-shot full phase-encoding data (60 volumes with 24 “on” and 36 “off” conditions; 10 dummy scans), we collected three-segment EPI data (20 volumes in composition reconstruction with 8 “on” and 12 “off” conditions; 10 dummy scans) and four-segment EPI data (15 volumes in composition reconstruction with six “on” and nine “off” conditions; 10 dummy scans). The phase encoding was along the anterior–posterior direction.

1.5T Motor fMRI Experiment

Blocked-design motor fMRI data were acquired from a 1.5T (GE Medical, Milwaukee, WI, USA) scanner using a four-channel head array (Nova Medical, Wakefield, MA, USA). The array was wrapped around the periphery of the whole head with four equally curved rectangular surface coils. One subject participated in the study after giving signed informed consent, and the experiment was approved by the institutional review board. The subject was asked to perform the finger flexion task using his thumb and other fingers of his right hand alternatively during the “on” block for 30 s continuously. The finger flexion was self-paced, and the subject randomly chose the fingers for the flexion task. Following the “on” block, the subject was asked to remain still without making any hand movement during the “off” block for 30 s. Two “on” and two “off” blocks were recorded. We used a 2D gradient-echo EPI sequence with the following parameters: TR = 2500 ms, TE = 50 ms, flip angle = 90°, slice thickness = 6 mm without gap, eight slices, FOV = 240 mm × 240 mm, and image matrix = 128 × 128. Two sets of phase-encoding data were collected: full phase-encoding data (60 volumes with 24 “on” and 36 “off” conditions; 10 dummy scans), and two-segment EPI data (30 volumes with 12 “on” and 18 “off” conditions; 10 dummy scans).

Quantification of fMRI Detection Power Using ROC Analysis

Given the fMRI stimulus paradigm, a t-test (27) was performed on the reconstructed SENSE fMR images to contrast the “on” and the “off” conditions. The detection powers of the regularized and unregularized SENSE reconstructions were computed using the ROC curves (28). For the experimental data, due to the lack of a “gold standard” for fMRI activation, we used the segmented EPI data with composition reconstruction to generate the relative gold standard of functional activation loci. The use of composition reconstruction for segmented EPI data ensured that the geometric distortion and susceptibility artifact were identical to the parallel MRI acquisition. All voxels with t-statistics above 4.0 (P < 0.0001) were considered to be the gold standard of functional activation. Note that once we decided the gold standard of functional activation, we did not change it during the ROC analysis. After we defined the gold standard of functional activation, we varied the threshold of t-statistics calculated from different...
SENSE reconstructions to calculate TPR and FPR. Here the true-positive rate TPR(α) and false-positive rate FPR(α) of the detection thresholded at level α were calculated as

\[
\text{TPR}(\alpha) = \frac{\text{size}(\text{area}(X_{\text{SENSE}} > \alpha) \cap \text{area}(X_{\text{ref}} > \alpha))}{\text{size}(\text{area}(X_{\text{ref}} > \alpha))}
\]

\[
\text{FPR}(\alpha) = \frac{\text{size}(\text{area}(X_{\text{SENSE}} > \alpha) \cap (\text{area}(\text{brain}) - \text{area}(X_{\text{ref}} > \alpha)))}{\text{size}(\text{area}(\text{brain}) - \text{area}(X_{\text{ref}} > \alpha))}
\]

where area\((X_{\text{ref}} > \alpha)\) indicates the t-statistic that is larger than \(\alpha\) from the full-FOV reference fMRI time series, and area\((X_{\text{SENSE}} > \alpha)\) indicates the t-statistic that is larger than \(\alpha\) from the SENSE fMRI reconstructions; area\((\text{brain})\) indicates the brain tissue in the image. \(\cap\) and \(-\) denote the Boolean AND and NOT operators, respectively. The operator size\((\cdot)\) calculates the size of the area. ROC curves for both regularized and unregularized SENSE fMRI were calculated separately. The areas under each ROC curve were used to quantify the detection power. The false-positive rate was controlled below 10%. The area under the ROC curve was multiplied by 10.0 such that the maximum of the ROC area was 1.0. TPRs controlled at 1%, 5%, and 10% FPRs were also reported. EPI acquisitions with different EPI factors were calculated separately to generate ROC curves for different SENSE accelerations.

RESULTS

Simulations

Figure 3 shows the t-statistic maps of the simulation data (2% BOLD CNR) including both 2.67-fold and 4.00-fold SENSE accelerations with/without regularization. Both t-statistic maps were overlaid on the identical full-FOV reference EPI images. Note that with both acceleration rates, regularization improved the sensitivity of detection by achieving higher t-statistic values. At 2.67-fold acceleration with regularization, all four voxels of the implanted functional activation gave t-statistics above 12.0. With unregularized reconstructions, however, only three voxels had t-statistics above the value of 12.0. At 4.00-fold acceleration, the regularized SENSE reconstructions showed all four voxels with t-statistics above 7.0, while unregularized reconstructions had only three voxels exceeding the \(t = 7.0\) threshold.

For more complete simulations, we varied the BOLD contrasts from 1%, 2%, 5%, to 10%. Figure 4a shows the averaged ROC analysis at different BOLD contrasts with a 4.00-fold SENSE acceleration, and 576 mm\(^2\) simulated an active brain area (64 voxels). Note that higher BOLD contrasts yielded higher TPRs at 1%, 5%, and 10% controlled FPRs. At all BOLD contrasts, the regularized reconstructions had higher TPRs than unregularized reconstructions. At 10% BOLD contrast, the differences in TPRs were as large as 5% when FPRs were controlled below 10%. Figure 4b shows the simulation results with different sizes of simulated brain area with 5% BOLD contrast and 4.00-fold SENSE acceleration. Interestingly, the larger the simulated active brain area, the lower the TPR we calculated. This is because more specific and sensitive reconstructions are required to yield good TPRs in simulations with more simulated active brain voxels. Thus, when using the identical regularized and unregularized reconstructions, it is difficult to achieve simultaneous enhancement of specificity and sensitivity when more brain active voxels are simulated. Nevertheless, a comparison of the regularized and unregularized SENSE reconstructions indicated that regularization helped improve the detection power by providing higher TPRs at each controlled FPR. Lastly, Fig. 4c shows the ROC analysis results for different SENSE acceleration rates with a 5% BOLD contrast and a 576 mm\(^2\) simulated active brain area (64 voxels). As expected, the higher SENSE acceleration
rate corresponded to a lower TPR at each FPR, potentially due to reduced data samples. A comparison of regularized and unregularized reconstructions showed that TPR was actually improved when regularization was employed. Regularization can improve TPR by 2–5%, depending on the SENSE acceleration rates and controlled FPRs.

### 3T Visual fMRI Experiment

For the 3T visual fMRI experiment, Fig. 5a shows the g-factor maps for 3.00-fold and 4.00-fold SENSE EPI. At 3.00-fold SENSE acceleration, without regularization, the averaged g-factor is $2.62 \pm 1.47$ (±SD). Regularization reduced the average g-factor to $2.21 \pm 1.04$. In 4.00-fold acceleration, SENSE reconstructions without regularization gave the averaged g-factors of $3.67 \pm 1.82$. Regularization reduced the averaged g-factor to $3.01$ (SD = 1.26). Note that the g-factor maps are derived from the encoding matrix in the SENSE reconstruction. Using in vivo sensitivity, the coil maps in the encoding matrix are actually the full-FOV anatomical images. Thus it is possible that some residual ghosting artifacts in the anatomical image will affect the g-factor maps. However, g-factor maps contain more than just the coil sensitivity information. g-factor maps also include the spatial distribution of the conditioning of the encoding matrix, which is determined by the $k$-space trajectory in the accelerated scan and the physical locations of the array coils. Thus, we show EPI images in Fig. 5b to contrast the difference between g-factor maps and residual ghosting artifacts. A comparison of the g-factor maps and EPI images illustrates the difference between the two. Figure 6 shows the t-statistic maps of a 3T visual fMRI experiment using SENSE EPI with/without regularization at 3.00- and 4.00-fold accelerations. At 3.00-fold SENSE acceleration, regularized reconstructions yielded a larger functional activated area than the unregularized reconstructions around the occipital lobe (regularized: $2327 \text{ mm}^2$; unregularized: $2139 \text{ mm}^2$). Such an increase in sensitivity by regularization was also observed in the 4.00-fold SENSE acceleration (regularized: $896 \text{ mm}^2$; unregularized: $735 \text{ mm}^2$). Figure 7a shows the three aliased regions with 3.00-fold acceleration. One of the aliased regions is the visual cortex shown in Fig. 6. The corresponding time courses for all three aliased regions are depicted in Fig. 7b. Note that only activated visual cortex showed a time course that matched the stimulus paradigm. Two other aliased regions showed either low BOLD contrasts in all conditions or a time course that was mismatched to the stimulus paradigm. To illustrate both the...
sensitivity and specificity of the SENSE reconstructions, Fig. 8 shows the ROC curves from t-statistic maps using 3.00- or 4.00-fold SENSE EPI acquisitions, including both regularized (solid lines) and unregularized (dashed lines) unfolding. We found that the detection power decreased when the SENSE acceleration increased from 3.00-fold to 4.00-fold. Using regularization to unfold the identical SENSE acceleration can improve the detection power in both 3.00- and 4.00-fold accelerations, as the ROC curves shift toward the upper-left corner. At FPR = 1%, regularization improved TPR by 6.7% and 28.2% for 3.00-fold and 4.00-fold accelerations, respectively. Regularization improved TPRs by 3.9% and 18.7% at FPR = 5% for 3.00- and 4.00-fold accelerations, respectively. Table 1 summarizes the ROC areas and TPRs at FPR = 1%, 5%, and 10%.

At 3.00-fold SENSE acceleration, the use of regularization can increase the ROC area maximally by 4.8% in SENSE unfolding. This implies that regularized SENSE reconstruction has a higher detection power than unregularized SENSE reconstructions. The same advantage of regularized SENSE reconstructions over unregularized ones was also observed in the 4.00-fold SENSE acquisitions. The use of regularization can increase the ROC area maximally by 16.4% in 4.00-fold acceleration.

1.5T Motor fMRI Experiment
For the 1.5T motor fMRI experiment, the t-statistic maps with full phase-encoding data and 2.00-fold SENSE acceleration are shown in Fig. 9. The contralateral motor cortex

![Fig. 7. a: EPI image showing the three aliased regions with 3.00-fold acceleration. One of the aliased regions is the visual cortex. b: The time courses of the three regions. Note that only the visual cortex region time course corresponded well with the stimulus paradigm.](image)

**Table 1**
The Areas Under the ROC Curves and TPRs for the SENSE Reconstructions Using Traditional Algorithm (Unregularized) or Regularized Reconstructions in Visual fMRI Experiment at 3T with 3.0-fold or 4.0 Fold SENSE Acceleration*

<table>
<thead>
<tr>
<th>SENSE acceleration</th>
<th>Reconstruction</th>
<th>TPR (FPR = 1%)</th>
<th>TPR (FPR = 5%)</th>
<th>TPR (FPR = 10%)</th>
<th>ROC area</th>
</tr>
</thead>
<tbody>
<tr>
<td>3.0</td>
<td>Unregularized</td>
<td>0.517</td>
<td>0.675</td>
<td>0.732</td>
<td>0.653</td>
</tr>
<tr>
<td></td>
<td>Regularized</td>
<td>0.552</td>
<td>0.702</td>
<td>0.755</td>
<td>0.685</td>
</tr>
<tr>
<td>4.0</td>
<td>Unregularized</td>
<td>0.168</td>
<td>0.344</td>
<td>0.457</td>
<td>0.331</td>
</tr>
<tr>
<td></td>
<td>Regularized</td>
<td>0.216</td>
<td>0.408</td>
<td>0.506</td>
<td>0.385</td>
</tr>
</tbody>
</table>

*The false positive rate of the ROC was controlled at 10%. The area was scaled by 10.0 such that the maximum of the area is 1.0.
was found to be activated in both the full phase-encoding data and the 2.00-fold SENSE unfolding. Additional detected activation loci included the supplementary motor area and ipsilateral frontal cortex. Activation in these areas was consistently detected in both of the 2.00-fold SENSE reconstructions with/without regularization. Regularization increased the size of the active area in the $t$-statistic maps as compared to the unregularized SENSE reconstructions (regularized: 3751 mm$^2$; unregularized: 3227 mm$^2$). ROC curves for regularized and unregularized 2.00-fold SENSE accelerations are shown in Fig. 10. Using ROC analysis to quantify detection power, we found that regularization improved the TPR by 9.5% when FPR was controlled at 1% (unregularized TPR: 0.84, regularized TPR: 0.92). Regularization increased the area under the ROC curve 3.6% in 2.00-fold acceleration, compared to unregularized SENSE reconstructions. Table 2 summarizes the ROC areas from regularized and unregularized SENSE reconstructions in 2.00-fold acceleration.

DISCUSSION

A major finding of the current study is that regularization improves the CNR of an fMRI time series as the result of reduced contrast and a further reduced noise level. A concern with using prior information in dynamic imaging is that the replication of prior image features in time-series measurements may reduce the functional contrast. A regularized SENSE-EPI fMRI acquisition protocol was found to provide a robust CNR improvement in various scenarios, across field strengths (1.5T and 3T), across different coil array geometries (four- or eight-element circumferential head array), across different SENSE accelerations (from 2.00-fold to 4.00-fold accelerations), and across different functional modalities (visual and motor). From simulations and experimental data, we found that the functional CNR was actually improved by the regularized SENSE reconstruction compared to unregularized SENSE reconstructions. This suggests that the proposed regularization process suppresses the noise amplification in SENSE reconstruction to a greater extent than the possible functional contrast loss, by partially replicating prior image features. It was previously reported that SENSE acquisitions produced an SNR that was lower than full-FOV acquisitions but higher than theoretical predictions (14,16). This was partly explained by the influence of signal-dependent physiological noise (31,32). The improvement of the CNR reported in this work, however, was not related to physiological noise. This is because the SENSE reconstructions with/without regularization were calculated from identical segmented EPI data sets. Thus the improvement in CNR solely reflects the benefit of incorporating prior information in SENSE unfolding. In fact, the use of prior information can lead to a reduction of contrast between two functional states. However, the presented regularization technique further reduced the noise. Overall, the CNR was improved.
The false positive rate of the ROC was controlled at 10%. The area was scaled by 10.0 such that the maximum of the area is 1.0.

### Table 2

<table>
<thead>
<tr>
<th>SENSE acceleration</th>
<th>Reconstruction</th>
<th>TPR FPR = 1%</th>
<th>TPR FPR = 5%</th>
<th>TPR FPR = 10%</th>
<th>ROC area</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Unregularized</td>
<td>0.844</td>
<td>0.952</td>
<td>0.973</td>
<td>0.934</td>
</tr>
<tr>
<td>2.0</td>
<td>Regularized</td>
<td>0.925</td>
<td>0.976</td>
<td>0.983</td>
<td>0.968</td>
</tr>
</tbody>
</table>

*The false positive rate of the ROC was controlled at 10%. The area was scaled by 10.0 such that the maximum of the area is 1.0.

The major advantage of using parallel MRI (specifically SENSE MRI (10)) is that it can improve the spatiotemporal resolution of images (14,17). Additionally, it can reduce susceptibility artifacts and geometrical distortions due to the shortened readout window and increased phase-encoding bandwidth (15,16). Nevertheless, the price for these benefits is a reduced SNR and CNR in the functional images, as reported in previous visual (15,17) and motor (14–17) system studies.

In this paper, we propose to mitigate the SNR and CNR loss in SENSE acquisitions by employing the information in full-FOV reference scans. In a previous study (20) we showed that the g-factors in a regularized SENSE reconstruction can be smaller than 1.0. This indicates that the regularized unfolding operation decreases the stochastic variability of the estimated spin density compared to the full-FOV reference scans. This noise reduction results from the prior knowledge used in the regularization process. Since prior information is employed in a regularized SENSE reconstruction, less variability of the estimated spin density from parallel acquisitions is expected. Thus, using regularization can partially compensate for the SNR loss due to the reduced samples in the accelerated acquisition.

The dependency of the static image in the regularized SENSE reconstruction on the dynamic time series, such as fMRI data, is similar to that in the keyhole imaging technique (29,30), which replicates the center part of the k-space in the dynamic scan in order to enhance the temporal resolution of data acquisition. In contrast to keyhole imaging, regularized SENSE reconstruction focuses on the stabilization of the matrix inversion during restoration of the full-FOV unaliased image. Keyhole imaging cannot be applied directly to reduce the noise amplification, as in regularized SENSE reconstruction, because the keyhole technique applies the static lower-resolution image to the full-FOV unaliased image, which is not available until the necessary image unfolding process is completed. We would also like to clarify that the inclusion of prior information in SENSE reconstruction does not represent a mere DC shift in all time series images. The matrix solution of the prior-informed regularized reconstruction (20) indicates that the prior information is not superimposed on the time series directly. Actually, the prior is used as a combination of the DC shift (from the prior information) and matrix conditioning (on the inversion of encoding matrix).

Previous studies applied parallel MRI acquisition protocols to fMRI experiments using the PRESTO (17) and gradient-echo EPI (14–16) sequences. The purpose of using SENSE MRI as the fMRI data acquisition protocol is to enhance spatiotemporal resolution by reducing the time required to traverse k-space. Thus, single-shot EPI or reduced phase-encoding PRESTO have become feasible on high-field (≥3T) scanners, where the $T_2^*$ relaxation time of human gray matter may be shorter than 30 ms in areas with pronounced field inhomogeneities (33,34). Traditionally, such a short $T_2^*$ made single-shot EPI unsuitable for sufficient spatiotemporal resolution because of the insufficient acquisition time to completely traverse k-space. With parallel imaging, the time required to traverse k-space is reduced by “unfolding” the aliased images from individual receivers in the array. The reduced k-space traversing time also helps reduce susceptibility artifacts and geometric distortions originating from the local magnetic field inhomogeneity. This is due to the shortened readout time of the data acquisition, which contributes less to local spin dephasing within individual voxels. Geometric distortion is also improved by a higher bandwidth in the phase-encoding direction. Another significant benefit of SENSE is that the SENSE EPI may reduce the acoustic noise by reduced switching of the gradients to complete k-space trajectory traversing (13).

In this study we utilized the “in vivo sensitivity” reconstruction approach described by Sodickson (23). This method substitutes full-FOV array element images from the reference scan in place of the estimated coil profile used by SENSE (10). Thus a misestimation of the coil sensitivity profile is avoided. One major disadvantage of the in vivo sensitivity reconstruction approach is that it cannot reconstruct the image features that are not present in the full-FOV reference scans. This situation occurs when the reference scan and the SENSE-accelerated scans involve time-varying anatomical features, such as cardiac imaging at different phases. However, this issue is less critical in brain imaging, since it has been reported that the cerebral cortex stays relatively stationary even in the presence of cardiac pulsation (35). Thus, the in vivo sensitivity reconstruction approach is capable of revealing most of the anatomical and functional features in each time point of the dynamic scan of the brain.

One advantage of using in vivo sensitivity is the simplicity of prior image specifications. The difference in the prior image for regularized SENSE reconstructions using either in vivo sensitivity or conventional coil sensitivity map estimates (e.g., the ratio between array coil images and body coil images) is that by using the in vivo sensitivity, all pixels in the prior image have values of 1.0. With conventional coil sensitivity map estimates, the prior image is a full-FOV image with anatomical features. In the conventional coil sensitivity approach, such a prior image should contain only anatomical features, without spatial modulation from the coil sensitivity profile. Even though we can use the traditional sum-of-squares to combine all
channels of the array coils to yield a full-FOV prior image, such a combined image will still contain residual spatial modulation of the coil sensitivity maps, and thus it cannot serve as a good prior image. However, with the in vivo sensitivity approach, we do not require such a full-FOV image with anatomical features and without spatial modulation of the coil sensitivity maps. In in vivo sensitivity method, the use of a constant prior image with a pixel value equal to 1.0 can avoid potential errors and bias from the specification of prior information in the SENSE reconstruction.

Using regularization in SENSE reconstructions, we require aliased accelerated image, prior full-FOV image, and coil sensitivity maps to compute the regularization parameters. Investigators traditionally have used a full-FOV reference image to estimate the coil sensitivity maps. However, in our approach we do not estimate the coil sensitivity profile because, as indicated in Eq. [2], fMRI experiments mostly focus on the dynamic BOLD contrast within an image voxel to differentiate between active and baseline brain states. The in vivo sensitivity method serves this purpose. In fact, this is another advantage of using in vivo sensitivity in fMRI experiments, in addition to the advantages of using prior image specification and avoiding coil map estimation errors, as described above. Note that when we use in vivo sensitivity, the coil sensitivity maps are identical to the full-FOV reference image. However, if investigators use the conventional coil sensitivity estimated from the ratio between the body- and array-coil full-FOV reference images, the regularization parameters will differ from those of the in vivo sensitivity method.

The acquisition protocol presented in this paper is based on the segmented EPI sequence, similarly to the temporal SENSE (TSENSE) (16,25) and unaliasing by Fourier-encoding the overlaps using the temporal dimension (UNFOLD) (36,37) techniques. We demonstrated with simulations and experimental data that each interleaved segment of EPI can be unfolded into a full-FOV image with spatial resolution that is identical to an image reconstructed by combining all segments. Using parallel imaging reconstruction, we can increase the temporal resolution when the individual EPI segment is reconstructed into a full-FOV image. The increment in the number of observations can improve the detection power. It should be noted that the proposed regularization procedure can also be incorporated using a number of variations in the segmented EPI sequences, including variable density sampling (25,38,39), to improve the SNR and CNR in fMRI studies.

One practical concern with applying the regularized SENSE reconstruction is the computational load. Currently, the bottleneck in the computational performance of SENSE fMRI is caused by the unfolding of the SENSE accelerated scans, not the time required to estimate the regularization parameters. We noticed that once the regularization parameters were determined, the computational reconstruction time was identical to that of reconstruction without regularization. Thus the additional computational time required for the proposed technique is not excessive. In dynamic imaging, the impact on the increased image reconstruction time due to regularization estimation can be minimized by estimating regularizations only once and then applying identical regularization parameters to multiple measurements. The computational performance can be further improved with the use of 1) compiled language for the code, 2) the direct regularization approach to estimate the time required to estimate the regularization parameters, and 3) the complex conjugated approach for SENSE unfolding. In addition to the L-curve technique used in this study, other automatic regularization estimation methods, such as generalized cross validation (GCV) (40,41), potentially can be used to estimate appropriate regularization parameters.

CONCLUSIONS

In comparison with conventional EPI scans, parallel imaging techniques can reduce susceptibility artifacts and image geometric distortions, and improve the spatiotemporal resolution in fMRI studies. In this paper we have presented a regularized SENSE fMRI method based on Tikhonov regularization to mitigate the SNR and CNR loss due to geometric correlation in the spatial information from the array coil elements. With the use of an eight-channel head array, parametric simulations with different BOLD contrasts (1–10%), SENSE acceleration rates (2.00–4.00-fold), and sizes of the active brain area (36–576 mm²) showed that the detection power was improved when regularization was employed in SENSE fMRI acquisitions. Additional experimental data at 1.5T and 3T with four- and eight-channel arrays for motor and visual fMRI experiments validate that the proposed regularization procedure can improve the sensitivity and specificity of SENSE fMRI to detect brain activation.

ACKNOWLEDGMENT

We thank Dr. Walid Kyriakos for providing the RF array coil at Brigham and Women’s Hospital.

REFERENCES